The analysis of imaging data derived from micro-Fourier transform infrared (mFTIR) microscopy is a powerful tool allowing the analysis of microplastics enriched on membrane filters. In this study we present an automated approach to reduce the time demand currently needed for data analyses. We developed a novel analysis pipeline, based on the OPUS© Software by Bruker, followed by image analysis with Python and Simple ITK image processing modules. By using this newly developed pipeline it was possible to analyse datasets from focal plane array (FPA) mFTIR mapping of samples containing up to 1.8 million single spectra. All spectra were compared against a database of different synthetic and natural polymers by various routines followed by benchmark tests with focus on accuracy and quality. The spectral correlation was optimized for high quality data generation, which allowed image analysis. Based on these results an image analysis approach was developed, providing information on particle numbers and sizes for each polymer detected. It was possible to collect all data with relative ease even for complex sample matrices. This approach significantly decreases the time demand for the interpretation of complex FTIR-imaging data and significantly increases the data quality.
Introduction
Nearly all aspects of daily life involve plastics. Plastics are versatile, light, durable, inexpensive and can be shaped into almost any form.
1 Since most plastic material is used in packaging, 2 the almost immediate fate of the vast majority of plastic material is to end up as litter.
2 Generally the recycling of plastic materials is pursued, but still thermal combustion or disposal in landlls is carried out. 3 However, due to accidently or deliberately dumped litter, it was recently estimated that 8 M tons per year of plastics are entering the marine environment. 4 As a consequence, oceans can be seen as a global sink for litter which is introduced by wind, weather and rivers 5, 6 from land, 7 as lost shing gear 8, 9 or illegal dumping by ships. This situation is even aggravated by the fact that the advantageous properties of plastics like high durability and low density are leading to slow (if at all) biodegradation, and transport by wind and water.
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Currently, as part of the ecosystems, plastics are becoming an issue of increasing concern, due to harmful effects on the organismic level and possible consequences for marine foodwebs. [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] [21] Since most plastic polymers are persistent, plastic items are not mineralized but accumulate in the environment as steadily increasing number of fragments of decreasing size. This is what we call microplastics (MPs).
The presence of MPs 22, 23 (<5 mm) in the environment 24 is the result of two introduction pathways: as primary MPs in the form of e.g. virgin plastic pellets and powders, 25 by use and disposal of microbeads in cosmetic and cleaning products [26] [27] [28] [29] and as secondary MPs by the fragmentation of litter. 2 Plastic undergoes mechanical or UV-light induced degradation and is reduced in size.
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The size class denition was rened by Hidalgo-Ruz et al. 33 with a further subdivision into large (5 mm to 500 mm) and small (<500 mm) MPs. A different subdivision was reported by Galgani et al., 34 where ranges (5 m to 1 mm) for large and (1 mm to 20 mm) for small MPs were dened as part of the European Marine Strategy Framework Directive (MSFD). 34 Monitoring of MPs is crucial due to the possible uptake by organisms already in low trophic levels.
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To achieve valid data the process of correct identication is inevitable for MPs and several methods are discussed regarding their performance and validity. The simplest approach used is the determination with the naked eye or with a dissecting microscope without any further analysis. [35] [36] [37] This approach was found to show error values up to 70% when re-analysing the sample aerwards by using spectroscopic methods. 33, 38 To access polymer information suitable analytical methods 33 are either pyrolysis gas chromatography-mass spectroscopies (GC-MS) 39 and thermogravimetric analysis, 40 where the combustion products of the sample are compared with reference materials or spectroscopic methods like FTIR-and Raman spectroscopy. [41] [42] [43] [44] Both spectroscopic methods have the advantage that each polymer has a ngerprint spectrum which can be differentiated from natural materials like e.g. sand or wood. By the application of microscope setups even small particles (mFTIR ca. 10 mm, mRaman ca. 1 mm) can be analysed. Two alternative microscopic approaches for analysis are currently available. One is preselection of suspect particles by light-microscopy followed by FT-IR analysis. However, suspect particles have to be selected visually by the operator, again introducing a bias in the analysis. Furthermore, transparent or translucent particles as well as very small particles might be overlooked during the preselection process.
Alternatively, chemical imaging of areas without any preselection can be applied by using FTIR microscopes with focal plane array (FPA) detectors. 42, 45 Each element on such an array represents an independent IR sensor allowing the measurement of wide elds with relative ease. In a previous study suitable lter materials and measurement conditions were experimentally compared 42 and an analytical compromise between the measuring time, amount of data and spectral quality was recommended. However, even by using FPA based mFTIR, the determination and quantication of MP particles is still a time-consuming and laborious process, since several manual data-management and analyses steps are required. There is no commercial soware pipeline available for particle analysis by using mFTIR systems. For analysis the mFTIR data are usually transformed to false colour images on the basis of integration on specic spectral regions 38, 42, 45, 46 followed by an on-screen analysis by selecting bright areas manually and comparing the underlying spectra with a database. Although it can be stated that FPA based mFTIR generally improves the accuracy of MP analyses, 42 the nal analysis pipeline is still prone to human bias.
In this study we aim to facilitate and accelerate the reliable and clear identication of MPs in environmental samples. To accomplish this we present a largely automated analysis approach for FPA based mFTIR data, covering element by element spectral identication and validation realized by dedicated OPUS© (Bruker) macros. Data are then further analysed by Python and Simple ITK image processing modules, providing detailed information on the identity, quantity and size of MP particles in a given sample without human bias. OPUS© (Bruker) macros and Python script listings are provided as the ESI. †
Experimental
Materials and methods FTIR-measurements. The measurements were performed on a Bruker Hyperion 3000 mFTIR-Microscope equipped with a 64 Â 64 focal plane array (FPA) detector. The microscope is equipped with a 4Â and 40Â optical lens for the collection of images of the sample surface. For IR-analysis a set of two 15Â Cassegrain objectives allowing confocal measurements were used. IR radiation is provided by a Bruker TENSOR 27 FTIR spectrometer which is connected to the microscope. Data collection was performed with OPUS© (version 7.2). All data shown here were measured with 4Â binning, at a resolution of 8 cm À1 with 6 co-added scans in accordance with the literature.
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Database. The database was setup beforehand 42 and was transferred from the name of the polymer to numbers for an automated analysis. Therefore, each type of polymer was assigned a number. In the measured region PTFE has no signal and was excluded from the database. The database is available upon request.
Data processing. 
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The separated sample was ltered through a 500 mm mesh and the ltrate was concentrated onto a 47 mm TCTP lter (10 mm, polycarbonate, isopore membrane lter, Millipore). For removal of interfering organic residues the sample was macerated by enzymatic digestion according to Löder et al. 48 followed by an additional density separation step in a 50 ml separation funnel containing ZnCl 2 (1.7 kg L À1 ) to remove residual sand particles.
Finally the sample was transferred to 25 mm Anodisc lters (0.2 mm; Whatman, Sigma-Aldrich) and dried at 30 C overnight before mFTIR analysis.
Results and discussion
Manual analysis based on false colour images 47 Purication of residues was performed as described by Löder et al. 48 Finally particles were enriched on Anodisc lters (0.2 mm; Whatman, Sigma-Aldrich). For analysis the area depicted in Fig. 1 was mapped by FPA-mFTIR.
The manual analysis was started by the generation of false colour images indicating possible polymer-signatures. 42 The dataset was integrated within the regions 1790-1730 cm À1 and 1480-1430 cm À1 by using OPUS© soware following the methodology described by Löder et al. 42 (see Fig. 2 ). Aerwards the image derived from integration of the rst region (1480-1430 cm
À1
) was divided into a grid of 4 Â 4 elds with 3 mm edge length each (see Scheme 1) . Manually each of these elds was magnied and all the highlighted particles were marked and consecutively numbered. Finally the spectra of marked areas (particles) were extracted by the operator and checked with a library search. In the case of improper assignments the spectra were compared and assigned by expert knowledge to reference spectra of the most common plastic polymers. In this case the spectrum was ranked by the operator. All numbered particles were listed in an Excel sheet with the matched spectra and hit quality/rank levels assigned. The same procedure was conducted for the image derived from the second region (1790-1730 cm
) whereas solely particles that had not been marked before (rst region) were selected (see Fig. 2 ).
The time demand for the manual analysis considering both integrated regions was 12 to 15 hours. The ndings of the analysed sample are summarized in Table 1 .
Automated analysis by different search routines provided by the Bruker OPUS© soware
The manual analysis approach encompasses several steps which are not exclusively based on soware algorithms but on human recognition and decisions (expert knowledge) which increases the time demand for the analysis and the chance of misinterpretations. To overcome these restrictions the different search routines provided by the OPUS© soware were combined and evaluated regarding the identication and differentiation of polymer particles. In contrast to previous studies, in which spiking with virgin plastic particles was applied, 42, 45, 46 in our study an environmental sample was chosen for comparative analysis due to the following reasons. (1) Environmental samples contain weathered and degraded plastics. 49 (2) Particles may have residues of a biolm. 50, 51 Both increase the analytical demand for the automated analysis. (3) Analysis of such a sample not only provides insight into the performance of the analytical algorithm but also points to operator dependent misinterpretations induced by the intrinsic complexity of environmental samples. For spectra comparison the Bruker standard soware OPUS© was used with two standard search algorithms providing scores for the degree of similarity with database entries (referred to as hit quality hereaer).
The rst algorithm, the so-called standard search determines the hit quality by comparison of absorption bands between measured and database spectra. An identication is true, if the position of the absorption band deviates less than the full width at half maximum (FWHM) and if the compared FWHM as well as the relative intensity deviates less than a factor of 2. For further discussion the algorithm was labelled as routine I.
The second search algorithm uses spectral correlation analysis (see eqn (1.1)) and encompasses six different routines. where r is the correlation coefficient, y 1 is the intensity value of the sample spectrum, and y 2 the intensity value of the reference spectrum for the wavenumber for k data points. s y 1 is the standard deviation of all intensity values from the mean value of the sample spectrum. s y 2 is the standard deviation of all intensity values from the mean value of the reference spectrum. The data can be pre-processed either via vector normalization of the original spectrum (II), the rst derivative (III) and second derivative (IV) or via MinMax normalization of the pristine spectrum (V), the rst derivative (VI) and second derivative (VII) to exclude baseline dri effects. Differentiation yields a higher sensitivity because smaller varieties gain a higher inuence on the overall hit quality. According to Bruker, OPUS© calculates hit qualities in the range of 1000 (maximum correlation) and 0 (no correlation). For standard applications hit qualities with a minimum of 300 are recommended and listed in the search report.
The performance of each routine was investigated by a benchmark test. The test consisted of two major parameters, time consumption and data reliability. To perform this task several steps were included in the OPUS© macro function as depicted in Scheme 2. First the spectrum of a measured point was extracted from the 3D le and reloaded into OPUS©. The library search was performed and the result evaluated. If no hit was obtained (hit quality < 300) the extracted le was discarded.
In the case of a hit the search report was saved together with the spectrum in a le labelled with the ID of the data point. Additionally the hit result with z 1 for hit quality and z 2 for polymer assignment was written to a text le. The ID of the spectrum was jointly derived with the x and y positions on the measurement eld and stored as ID, x; y; z 1 ; z 2 within the le. The process was applied for each routine and the performance is summarized in Table 2 .
In general the applied routines show that the time demand for analysis was either relatively low or high. In the rst case the analysis was completed within 2300-3400 (38-57 h) minutes yielding up to 150 000 hits. In the second case more than two weeks (above 20 160 minutes) were necessary and hits found for the major part of the spectra. Analysis via routine VII was not complete even aer four weeks calculation time and therefore stopped (data are not provided). Due to this fact, routine VII was assessed as not being suitable for the analysis pipeline. In total each analysis with MinMax normalization (V to VII) showed a high time demand as well as high hit counts. While the calculation time per hit with 1.29-1.99 s was fast, the overall time demand makes these routines unsuitable for the automated analysis. The most efficient routine regarding time demand per hit and overall time demand was routine IV.
The major impact for the overall high demand of all calculation routines originates from the le handling of OPUS©. To prevent any loss of data, as needed for good manufacturing practices (GMPs) regulated environments, 53 the data were saved directly on the hard drive during le handling and data manipulation (e.g. baseline corrections). This increases the read/write time signicantly due to the lower data transfer rates compared to applications which perform the operations within random-access memory (RAM).
To determine the data quality histograms of the hit results of the different routines are depicted in Fig. S1 . † The results indicate a strong dependence of the distribution towards data handling. While routine I showed a decrease in counts with hit quality, similar routines without differentiation for vector normalization (II) and MinMax normalization (V) gave a maximum of counts. If derivatives of the spectra were applied for vector normalization (III and IV) similar results compared to the standard routine (I) were achieved. The MinMax normalization (VII) was effected in a different way and the maximum shied to a hit quality of $780.
To further compare the routines the quality of the database hits was determined. A manual evaluation based on expert knowledge was currently necessary for the comparison although the aim of the automated approach was to exclude human bias. The complexity of the dataset was reduced by assigning categories to matches. The major categories were derived, beginning with a correct assignment where a good resemblance was found. Uncertain assignment describes spectra which are most likely the assigned database entry but limited in their accuracy due to a bad signal to noise (S/N) ratio or the constrained complexity of the database. The third category was misassignments, where only a slight or no resemblance was found. Due to the conservative choice of categories, this approach counteracts overtting of data by the routines. To evaluate the performance, collected data ($550 spectra for each routine) with the highest hit quality were reopened with OPUS© (see Scheme S1 †). The agreement between the assigned database spectrum and measured spectrum was evaluated. If a match without any difference was found it was marked with 1.0. For a match with one minor difference it was tagged with 0.75. Both cases were counted as certain assignments. Matches with two minor differences were assigned with 0.5 and counted as uncertain assignments. Matches with one major difference or three minor differences were marked with 0.25 or 0.01 in the case of higher values. Both cases were counted as misassignments.
This evaluation yielded condence intervals for the use of spectra at different hit quality thresholds. It showed that in principle each routine has certain limits (see Table 3 and Fig. S2 †) and exhibits obvious misassignments (even for OPUS© scores >700). In the literature, scores with a certainty above 70% (the exact output depends on the manufacturer) are described as save values. 22, 54 Starting with routine I a large number of misassignments and a small number of correct assignments were found. Overall, routines II and III displayed the lowest number of misassignments, but uncertain assignments were far higher compared to routine I. A similar number of uncertain assignments were accomplished by routine IV in combination with an increased number of misassignments. In comparison, routine V accomplished a greater number of correct assignments with a similar number of misassignments. In contrast, routine VI was completely unsuitable, as it yields nearly 40% misassignments. At this stage of analysis all routines displaying more than 10% misassignments were rated as unsuitable. Two routines (II and III) were further investigated. As standalone routines a large number of uncertain assignments were achieved, which limits the accuracy. The determined polymer distributions are depicted in Fig. S3 and S4. † In both cases high abundances for one type of polymer which was either cellulose (II) or acrylonitrile-butadienestyrene (ABS) rubber (III) were found. These assignments caused the individual high uncertainty levels as they were mainly limited by the S/N ratio or a misassignment. The exact reason for this nding is still unclear. Due to the fact that both routines yielded different results when a misassignment occurred a combination of both routines was tested as an alternative to circumvent the limitation. For analysis with two routines a library search for each was introduced. Starting with routine II (see Scheme 3) the hit quality was evaluated and in the case of a positive result followed by an analysis with routine III. The spectrum was archived with a search report if the same polymer type was found by both routines. For further analysis an entry in the text le was generated containing x and y-position, the summarized hit qualities (z 1 ) and polymer type (z 2 ). All necessary analytical and calculating steps were introduced into a macro and handled by OPUS© with relative ease. The combination was found to reduce the number of overall hits to 6714 as well as the calculation time to 2830 min (47 h), which was directly correlated with the lesser number of hits. The polymer histogram and the hit quality histogram are depicted in Fig. S5 . †
The previously found misassignments of cellulose by routine II and ABS by III were removed by the combination of the ndings of both routines. The polymers polyethylene (PE), polypropylene (PP), polyphenylsulfone (PPSU) and two types of varnishes and the biomaterials wool and chitin yielded the major contribution of the exemplary sample. The data quality was further validated by a manual reanalysis of each polymer assignment. The condence interval at different hit quality thresholds is depicted in Fig. S6 . †
The automated analysis yielded a ratio of 82.2% correct assignments over the whole range of hit quality. Additionally, 14.7% were found to be uncertain assignments. Of the overall 6714 hits 3.1% were misassignments. In combination, 96.9% of the hits can be determined as suitable for further detailed analysis. With the macro already determining the x and y positions within the measurement eld the polymer distribution could directly be converted into an image as depicted in Fig. 3 .
Image analysis of automated generated datasets
The data generated by the OPUS© macros were directly accessible to image analysis. Image analysis scripts were developed by usage of Python 3.4 with the packages numpy, matplotlib, pandas, IPython and Simple ITK. For particle analysis by image analysis usually images were binarized based on a certain threshold of one parameter (e.g. grey value).
However, during data evaluation (see the ESI † for details) it was found that hit quality as well as the polymer information has to be preserved for an optimal result. In this case the information of two images had to be handled simultaneously during the closing procedure as it allows the polymer specic closing and storage of hit quality for later evaluation steps. The approach had to be newly developed as no standard image analysis routine is currently available that simultaneously accesses the information of two pictures in a suitable manner.
To implement the approach into python two images based on the data of z 1 for hit quality and z 2 for database assignments were created. These images are data matrices (x-position, y-position, grey scale value) with the size of the maximum values of the x-position and y-position determined by the OPUS macro. During the image generation Simple ITK assigns a grey scale of 0 to all pixels which are not represented in the x, y, z 1 , z 2 dataset. The image generated for hit quality was based on a 16-bit grey scale with values either 0 or 600-2000 if a hit was found. Similar transformation was performed for the database assignment (z 2 ) in an 8-bit grey scale image with values from 0 to 59. For the analytical procedure it was decided to check the absence and presence of assignments via the hit quality image and the polymer assignment via the image of the database entries. The data evaluation of the needed information was introduced as one step in the script.
To target the necessary pixels in the referring script the data matrix was divided into smaller matrices. The FTIR setup always provides data with an even number of pixels as basis for the images which can be divided by the factor four. To reduce the calculation demand of the process the image was therefore parted into 4 by 4 matrices as shown below in eqn (1.2): 2 6 6 4
ð3; 0Þ ð3; 1Þ ð3; 2Þ ð3; 3Þ ð2; 0Þ ð2; 1Þ ð2; 2Þ ð2; 3Þ ð1; 0Þ ð1; 1Þ ð1; 2Þ ð1; 3Þ ð0; 0Þ ð0; 1Þ ð0; 2Þ ð0; 3Þ Based on the matrix data, evaluation was only performed when the gap between two identied pixels was below or equal to two pixels. The two pixel gap was necessary because of the experimental setup. Each pixel represents a square on the sample with an edge length of 10.74 mm. This value was close to the wavelength-dependent diffraction limit of the IR-beam of e.g. 10 mm at 1000 cm À1 . Due to the high resolution small differences on the sample surface e.g. biolm residues inu-enced the spectrum generated at neighbouring pixels. Therefore the hit quality was reduced and an unassigned area in a particle can occur. Depending on the position of such deviations on the detector eld two pixels can be inuenced. Missed assignments can occur in each position of an 8-neighbourhood and each of these areas was targeted by analytical steps visualized in Table S1a . † During the data evaluation the information of pixels in positions labelled with 1 was used as reference points and compared with regard to hit quality and polymer assignment. To trigger closing aerwards two requirements had to be met. First, both reference points must have a value higher than 0 in hit quality and the same database entry assigned. Secondly, all pixels marked with 0 in the rows of Table S1 † (a) must be zero in hit quality. The number of necessary pixels depends on the position of the reference points with respect to each other. If they were orientated in vertical/horizontal or diagonal position to each other only the hit quality in-between has to be equal to zero. If the reference points were in a staggered position (see Table S1 † case a-c) the hit quality in the direct neighbourhood facing the targeting pixels must be equal to zero as well. These requirements were necessary because such cases were mainly found in areas with a low pixel density with only a few assigned neighbours. Large and elongated assigned areas were only targeted by the horizontal/vertical and diagonal lling. Diagonal lling was found to be necessary for pixel settings representing bres as well as to reduce artefacts from horizontal/vertical lling at corners. A similar approach as for staggered pixels was not applied and diagonal positions were evaluated aer all vertical and horizontal variants had been performed.
In case all requirements are fullled, data are assigned to pixels between the reference points (see Table S1 † row b). The value of z 1 was determined as the mean value of the hit quality of the reference points. The value of z 2 was set from the polymer assignment of the reference points.
During one analytical procedure each pixel was targeted once as the starting point for the matrix (position 0,0 in eqn (1.2)) to perform the process in each direction of the pixels. The whole procedure was performed with at least ve iterations.
An example is shown in eqn (1.3) as input data and eqn (1.4) aer successful closing. (1.4)
In Fig. 4 the closed data are depicted. It is obvious that compared to the unmodied image (see Fig. 3 ) larger particles do not display unassigned areas anymore. Apparently (see Fig. 3b and 4b) , the small particles were combined to larger ones by the procedure and therefore the amount of small particles was reduced.
To determine the inuence of the closing an image analysis was performed for these data as well. The datasets for particle distribution per database entry were further investigated. The sum of all particle counts was calculated (see Table S2 †). Further, the particle size was estimated by conversion of the areas to metric numbers. The particle size was multiplied with the edge length of a single pixel (10.74 mm) on the grid. To facilitate comparisons of data the particles were binned into different size classes. For assignment to size-bins the particles were treated as square areas. The index values in the gures and tables shown below represent the edge length of one square side. In Fig. 5 the direct comparison for the analysis of the data before and aer closing is depicted. The number of single pixels and small particles was reduced signicantly by closing and the number of small particles below a size of 25 mm was reduced by 35%. Above 25 mm the trend was reversed and more particles were found. The number of particles was reduced from 1530 particles before to 1097 aer the closing approach.
Comparison between manual and automated analyses
For the sediment sample considered as an example, in total 733 polymer particles were found by the herein presented automated analysis pipeline (see Fig. 6 and Table S2 †), which is almost seven fold higher compared to the manual analysis (see Fig. 6 ). In addition, further types of polymers were identied, mainly different copolymers (terpolymer, ethylenepropylene-diene (EPDM) and polyester-epoxide (PEST-EP)), varnish and rubber (ABS, styrene-acrylonitrile resin (SAN)) as well as other polymers (polycarbonate (PC), polyoxymethylene (POM), PPSU) and polyvinyl alcohol (PVOH). For most of the previously manually identied polymers higher abundances were found. In particular PE, PP and polyvinyl chloride (PVC) were clearly underestimated by manual analysis due to the fact that mainly small particles were missed. However during automated analysis no assignments were found for poly(methyl methacrylate) (PMMA), yet several types of varnishes are based on acrylates and might contain these particles. For ethylene vinyl alcohol (EVOH) no assignments were found by automated analysis but a similar abundance of PVOH particles was observed. The chosen sample storage and purication (PVC bottle and PC lter material) would have inuenced the results for PC (1 particle) and PVC (33 particles), yet the grade of possible contamination became apparent only aer automated analysis. Therefore the use of a different storage container (if applicable) and lter material as well as running of procedural blanks is advised. The different ndings of automated versus manual analysis in terms of numbers and identities can be explained as follows. Firstly, although false colour images based on integrals provide a fast overview to estimate possible MP particles, the application of integrals 42 has a major drawback at lower S/N ratios and complex samples. The standard integration method uses a baseline between the upper and lower wavenumbers of the chosen area for integration. If the S/N ratio was low, these bands had low integral values caused by the noise in the spectrum. The same can be found for complex samples where inuences from e.g. background material can articially lower the integral value. In both cases the particle might be overlooked in false colour images. In the case of the automated analysis each spectrum was compared with the database and all points uniformly evaluated. In this case an assignment was found even if compared to the manual analysis the integral value in the false colour image was low.
Further, automated and image analysis assigned large areas similar to the ones in false colour images (see Fig. 2c and e and 4b). In the manual analysis the area was tagged and counted as one particle. In contrast, the automated analysis yielded a mixture of different particles which were all in close neighbourhood. A higher number of particles were counted because by the automated library search differences have a higher inuence on the overall dataset than by the point based manual analysis. The operator oen could only perform a library search for up to ve points on such a particle due to the high time demand of the overall analysis.
In addition, false colour images are oen dominated by high values of a few types of polymers. Smaller particles and particles with a lower absorbance in the specic regions were overlooked with relative ease, because they were simply not visible under these circumstances. About 52% of the automated identied particles were of the smallest size class which was also only barely visible in false colour images.
As previously shown, small particles were nearly completely overlooked during manual analysis. To facilitate comparison between the analyses, particles below 25 mm were excluded for further discussion. Under these circumstances 163 particles (see Fig. 6 and Table S2 †) were found, which is still 1.5 times higher than the manual results. For PE and polystyrene (PS) a similar amount of particles were found. The value for PP was clearly under-represented and a lower abundance found compared to the manual analysis. Still high abundances of PVC, varnish and copolymers were present. This indicates that by manual analysis mainly particles with a size down to 30 mm can be detected which is in agreement with the literature, 42,44 while complex signal settings were harder to detect.
However the time consumption for the automated analysis was found to be rather high yet the process can be parallelized by executing the macros and scripts on several computers. To reduce the calculation time further optimizations are underway.
Conclusions
The herein presented spectroscopic analysis pipeline is a novel analytic routine to provide reliable data on the identity, number and size of MPs in environmental samples enriched on lter membranes. Compared to manually derived data, possibly biased decisions based on expert knowledge are only necessary in very few steps. While the analytical time demand was found to be still high, the process can be parallelized by usage of multiple low performance but rather inexpensive office computers. Single identication routines proved to be limited in accuracy while the combination of two routines yielded error values below 3% for an autonomous database search. The data processing is able to handle les containing up to one million spectra. The generated data could be transferred to images allowing a polymer specic analysis regarding the number and size of particles. By polymer specic closing of areas it was demonstrated that this approach is highly recommended for particle analysis. The reduction of personal demand based on our approach allows monitoring of MPs down to small size classes with relative ease and high comparability. Our results clearly indicate that MPs < 30 mm exist in the natural environment. However, a lower size limit cannot be specied due to the diffraction limit and the applied method.
